
The procedures in this manual MUST be performed 
by a qualified technician.

Mounting Instruction SP1484535 Chassi extender
Azalea
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Manufacturer:
Invacare Rea AB
Växjövägen 303
SE-343 71 Diö
Sweden

τ = 18 Nm

= 5 mm

= 10 Nmτ

= 10 mm

4 x

2 x

4 x  M6 x 55 4 x

2 x 4 x

= 10 mm


